Recebido em 6/10/11; aceito em 30/11/11; publicado na web em 23/1/12 A simple and sensitive method has been proposed for the determination of sibutramine-HCl in energy drinks, green tea and pharmaceutical formulations using differential pulse voltammetry performed on a hanging mercury drop electrode. In the chosen experimental condition (Mcllvaine pH 4.0 buffer, 50 mV pulse amplitude and 40 mV s -1 scan velocity), sibutramine-HCl presented a reversible behavior and a peak maximum at -80 mV. Detection limit was 0.4 mg L -1 and the working linear range extended up to 33.3 mg L -1 (r = 0.99). Analysis of real and fortified samples enabled recoveries between 91 and 102%. The electroanalytical method was compared with a HPLC method which indicated it accuracy.
INTRODUCTION
Obesity is a complex condition with serious social and psychological dimensions that affects virtually all age and socioeconomic groups in both developed and developing countries. 1 The health impact of overweighting is so marked that obesity has now been classified as a major global public-health problem. 2 The World Health Organization projects 700 million adults will be clinically obese by 2015 and at an increased risk of developing other chronic diseases such as diabetes mellitus type II, coronary heart disease, hypertension, and various types of cancer. 3 A drug therapy might be considered if obesity persists despite diet, physical exercise and modification if life-style.
Drugs used to aid in weight loss can be divided into two categories based of their mechanisms of action: appetite suppressants and lipase inhibitors. 4 Appetite suppressors are no longer indicated due to its high potential to drug dependency. 5-hydroxytryptamine reuptake inhibitors such as fenfluramine and dexfenfluramine were approved for obesity, but they were immediately withdrawn from the market because they were associated with pulmonary hypertension and increasing of the incidence of heart valve disease.
Sibutramine, N-(1-(1-(4-chlorophenyl)-cyclobutyl)-3-methylbutyl)-N,N-dimethylamine
, is a serotonin and noradrenalin reuptake inhibitor 5, 6 currently used as an anti-obesity drug in the hydrochloride form. Sibutramine increases concentrations of HDL-cholesterol and lower triglycerides-levels, but can raise blood pressure and pulse rate. 7, 8 Because of these collateral effects, the illicit addition of sibutramine in energy drinks has been reported. The LD50 for sibutramine is 64 mg kg -1 (oral uptake in mouse). 9 In 2010, sibutramine was removed from the European market, based on new data from the Sibutramine Cardiovascular Outcomes Trial (SCOUT), which demonstrated an increased risk of non-fatal cardiovascular events, such as stroke or heart attack, 8, 10 therefore, the Agency's Committee for Medicinal Products for human use has concluded that any benefit brought by the use of sibutramine do not compensate the risks imposed to the patients. 11, 12 In this same year, the U.S. Food and Drug Administration recommended against prescription and use sibutramine based medicines and requested the withdraw of products containing this drug from the United States market. 13 Based on the SCOUT results, the Brazilian National Agency of Sanitary Vigilance published the RDC n.25, allowing the prescription of sibutramine for the treatment obesity for no longer than 60 days and limited in 15 mg the maximum daily dose of the drug.
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The public has also been looking for alternative sliming treatments that include phytotherapy such as the so called green teas. Upon promises of fast and effective weight loss offered by the suppliers, the presence of non-declared synthetic substances (adulterants) in the phytotherapic products has been increased. However, such practice violates the laws of most of the countries. Due to its anti-depressant and appetite inhibition properties, sibutramine may be fraudulently included in commercial energy drinks and in diet-oriented green tea commercial formulations, therefore, this is a serious public health problem. In fact the Brazilian National Agency of Sanitary Vigilance (ANVISA) has reported cases of adulteration of athlete food and complements beverages. 14 The United State Pharmacopoeia does not indicate an official method for the quantification of sibutramine hydrochloride monohydrate, but a few methods have been described in the literature using high performance liquid chromatography with UV photometric 15 and mass spectrometric detection, 16, 17 capillary electrophoresis with UV detetion, 7, 18 UV absorption spectrophotometry 19 and infrared spectroscopy. 20 Voltammetric methods enable the sensitive and selective measurement of organic compounds based on their specific electrochemical behavior at the working electrode surface. 21, 22 Electrochemical methods are advantageous if the selectivity achieved eliminates the need for separation procedures, which simplifies procedures, enables short analysis times and lower cost of analysis by using a relatively cheaper instrument and less consumables. 23 In the present work, a simple and sensitive analytical method based on the differential pulse voltammetry was developed for the determination of sibutramine hydrochloride (sibutramine-HCl). The method was applied in the analysis of pharmaceutical formulations and beverages such as green tea and energy drinks samples.
EXPERIMENTAL Instrumentation
Voltammetric measurements (diferential pulse voltammetry) and mechanism studies (using square wave voltammetry) were carried out with a model 757 VA Metrohm attached to a multi-electrode system formed by a mercury working electrode (HMDE) with 0,3187 mm 2 surface area, an auxiliary electrode (platinum wire) and a reference electrode Ag/AgCl (KCl 3 mol L -1 ). The digital analytical balance (AG 285 model, 0.01 mg sensitivity) of Mettler Toledo was used for weighing standards and samples. Chromatographic measurements were performed on a Waters chromatograph with UV-vis absorption photometric detector (wavelenght set a 230 nm). The chromatographic column was a C8 (250 x 4 mm and 5 nm average particle size) placed inside an oven with temperatures set at 25 o C. Chromatograms were made using isocratic elution (1 mL min -1 ) with mobile phase containing acetonitrile/0.05% trifluoracetic acid (70/30% v/v). Sample was prepared in methanol and injection volume was 15 μL. Under such conditions, analyte retention time was 2.8 min. Acid-base titrations were performed in a Metrohm Titration Automatic system with a combined glass electrode (KCl 3 mol L -1 ).
Solutions and reagents
Ultrapure water was obtained from a water ultra purification Milli-Q system from Millipore (Simplicity model 185). Analytical grade (glacial acetic acid, phosphoric acid, boric acid, sodium chloride and citric acid, sodium hydroxide, potassium hydroxide, potassium nitrate, potassium acid phthalate, sodium acetate and methanol) were from Merck (Darmstadt, Germany). Sibutramine hydrochloride standard was obtained from Abbott Ireland Pharmaceutical with 99.6% purity.
Mcllvaine pH 
Samples
Medicine samples from three different laboratories were used: Biomag (similar medicine containing either 10 or 15 mg of the analyte/capsule) from Aché laboratories from which were taken two samples each one from a different lot, sample 1 (15 mg of sibutramine-HCl) and sample 2 (10 mg of sibutramine-HCl); Vazy (similar medicine containing 15 mg of the analyte/capsule) from Sigma Pharma laboratories which was named sample 3; and Chloridrato de sibutramina (generic medicine containing 15 mg of the analyte/capsule) from Sandoz, which was named sample 4. Seven independent subsamples were prepared for each one of the different lots and analyzed using both the proposed method and a HPLC method. Samples were prepared weighing an appropriate amount of sample and dissolving it in deionized water (for DPV) or in methanol (for HPLC). The sample was left in ultrasonic bath for 10 min.
Three different brands of commercial energy drink (E1, E2 and E3) and two brands of green tea (T1 and T2) were fortified with sibutramine and analyzed by differential pulse voltammetry (DPV). Volumes (750 mL) of these samples were added directly into the supporting electrolyte (Mcllvaine buffer) in the electroanalytical cell. ) was transferred to the working borosilicate cell and then purged with nitrogen for 1500 s (and for 20 s before each adsorptive cycle). Analyte determinations using differential pulse technique were performed by scanning the potential from +170 to -70 mV. Volumes of samples (750 mL) were placed in the electrochemical cell containing the supporting electrolyte. The solution was stirred (30 s) and then stopped 15 s (equilibrium time) before recording the voltammograms (scan rate of 40 mV s -1 and pulse amplitude of 50 mV). Cycles were repeated with a fresh medium size mercury drop, chosen because of the better precision of results. All reported values (signal intensities and maximum potentials) were calculated based on the average of at least three replicate measurements. Cyclic voltammograms were obtained by first using a direct scan from +200 to -600 mV and then reversing the direction (inverse scan) from -600 to +200 mV.
Determinations in green tea and energy drink were made by analyte addition technique while the pharmaceutical formulations were analyzed using an external analytical curve.
Acid-base titrations
For titration studies, 10 mL KNO 3 1.2 mol L -1 and 10 mL H 2 O was added into a cell, kept at 25 o C, containing 100 mL of sibutramine 10 -3 mol L -1 solution. The titration was made with a 0.100 mol L -1 KOH.
RESULTS AND DISCUSSION

Optimization of experimental conditions
Preliminary studies were performed in order to find a suitable supporting electrolyte for sibutramine-HCl using the HMDE. BrittonRobinson buffer was first studied since this buffer offered the possibility to study a wide pH range (2-12), allowing search the most suitable pH to observe the sibutramine-HCl voltametric signal. For pH values higher than 6, no signal characteristic of the analyte was observed. In the acid pH range, the magnitude of the signal was almost invariable in the pH range between 3.0 and 6.0 with analyte peak maximum varying from -139 mV (pH 2) to -92 mV (pH 6) remaining constant at 107 mV between pH 3 and 5 ( Figure 1 ). Analyte peak with a better shape (symmetric and with smaller width at half maximum) and a smaller background noise were obtained using the supporting electrolyte at pH 4.0. In addition, the shift in peak potential was constant between pH 3.0 and pH 5.0 which means that the choice of pH 4.0 produced a robust condition with respect to the peak potential.
The evaluation of the analytical response of sibutramine-HCl in other pH 4 buffered systems was done using Mcllvaine buffer, acetate buffer and potassium hydrogen phthalate buffer. The best results have been achieved with Mcllvaine buffer (pH 4.0) since it enabled a peak at least 1.4 times more intense than the ones achieved with the others buffer as well as a flat and low baseline profile, as can be seen in Figure 2 . Therefore, Mcllvaine buffer pH 4.0 was chosen as the supporting electrolyte.
In order to improve signal, different scan velocities (from 10 to 50 mV s , since it would provide fast scan and lead to a robust parameter within the tested range. Pulse amplitude was evaluated from 10 to 100 mV. Although the magnitude of the faradaic current increased with increasing of pulse amplitude, a shift in the anodic peak potential is observed and a significant increasing in peak width at the half of the maximum current (ΔE p/2 ) is achieved. Therefore, a compromise between the peak intensity and the peak width was found using 50 mV pulse amplitude, which enabled a peak maximum at -80 mV.
Mechanism insights based on cyclic voltammetry, square-wave voltammetry and acid-base chemistry
Cyclic voltammetry was performed in order to study the electrochemical behavior of sibutramine-HCl. The study was made using pH 4.0 Mcllvaine buffer and 50 mmol L -1 of sibutramine-HCl ( Figure  3) . The voltammogram presented a reversible behavior with the ratio between the peak current for the cathodic process (-8.2 nA) and the peak current for the anodic process (7.9 nA) close to unity (1.04). In addition, it is observed that the difference between the cathodic peak potential (E pc = -132 mV) and the anodic peak potential of the reverse scan (E pa = -73 mV) is 59 mV. Such results are indicative of a reversible one electron transfer mechanism (E r ). 24 Insights on the mechanism were also obtained using square wave voltammetry. 25 For equivalent concentrations of sibutramine-HCl, SWV produced peak current intensities about two times the one achieved using DPV as indicated by the ratio between the angular coefficient of the analytical curves obtained by SWV (m SWV = 4.8) and by DPV (m DPV = 2.1). This is characteristic of reversible systems with adsorption of the product on the electrode. The reversibility of the process was also indicated by the linear correlation (R 2 = 0.996) between the increase of the peak current in function of the square--root of the increased applied frequency (from 10 to 50 Hz). SWV studies also showed the independence of the ΔE p/2 value in function of both the pulse amplitude (between 10 and 40 mV) and the frequency (between 10 and 60 Hz) which are also in agreement with the behavior of reversible systems. The lack of any linear adjustment between peak potencial and the applied frequency (in the range from 10 to 60 Hz) indicates a mechanism involving the adsorption of both the reagent and the product. This adsorptive mechanism is also confirmed as the peak current linearly (R 2 = 0.986) increases in function of the applied pulse amplitudes up to 60 mV. The increasing in ΔE p/2 and the constant values of peak currents for applied pulse amplitudes larger than 60 mV is also in agreement with the adsorption of both the reagent and the product.
Sibutramine-HCl is the marketed form of the drug because of its higher solubility in water. In this form, the tertiary amine shares its non-bonding electron pair with an H + forming an ammonium quaternary cation (conjugate acid of sibutramine). The titration of a 1.0 x 10 -3 mol L -1 sibutramine-HCl solution with a strong base indicated pK a value of 6.6 (pK b value of 8.4, which is close to the 8.5 reported in the literature). 21 This result shows that an insignificant fraction (less than 0.5%) of the drug is not protonated in aqueous solution at pH 4. Therefore, it is expected that the ammonium quaternary cation of sibutramine in the solution-electrode interface is adsorbed at the surface of the mercury electrode where it is easily transformed to the less soluble sibutramine at small negative potentials (Figure 4) . The process is easily reversed as the inverse scan of potentials is applied. As sibutramine-HCl is an ammonium quaternary salt with no possible resonance structures (due to the lack of nearby groups containing sp 2 orbitals, which would favor the deslocalization of electrons) 26 no further reaction can occur.
In order to take advantage from the adsorption of the analyte on the surface of the electrode, studies were carried out aiming to pre-concentrate sibutramine-HCl. Mcllvaine buffer (pH 2.0 to 5.0) as well as in Britton-Robinson buffer (pH 2.0 to 6.0) were used. Hydrochloric acid 0.1 mol L -1 and sulfuric acid 0.1 mol L -1 were also used as supporting electrolytes in these attempts, however, no ).
. Voltammetric peak profiles (differential pulse) of sibutramine-HCl in (A) Mcllvaine buffer pH 4; (B) Mcllvaine Britton-Robinson pH 4; (C) potassium hydrogen phthalate pH 4; (D) acetate buffer pH 4
Tests using the analytical curve, enabled recovery values of 95, 98 and 104% (n=3) respectively for standard solutions of sibutramine hydrochloride (controlled samples) at three different levels (8, 20 and 33 mg L -1 ).
Pharmaceutical sample analysis by DPV and HPLC
In order to evaluate the potential interference from the matrix of the sibutramine-HCl pharmaceutical formulations, several substances were studied by adding a larger amount of each of them in the analytical cell were the signal from one standard solution of sibutramine-HCl was measured. This signal was compared to the value of the standard solution of sibutramine-HCl measured from a cell in the absence of the potential interferent. Several substances were tested at concentration levels 10 and 50 times higher than that of sibutramine-HCl. Sucrose, sorbitol and sodium glutamate did not impose any interferences at the two concentration levels using the established experimental conditions set for the determination of sibutramine-HCl. Histidin and lactose caused no intererence when present in concentrations 10 times higher than the one of the analyte. However, at concentrations 50 times higher, a decreasing of the analyte signal (about 20%) was imposed by phenylalanine when compared to the sibutramine-HCl signal measured in absence of these concomitant substances. However such type of interference can be easily corrected by using the standard additions method when quantifying the analyte. When measurements were made in the presence of phenylalanine, the sibutramine-HCl voltammetric signal was completely eliminated even when phenylalanine is present at the lower concentration level tested.
Pharmaceutical formulation solutions of sibutramine-HCl were prepared using a pool of capsules and the analyte content was determined using the proposed method and using a HPLC based method. The results in Table 1 indicated relative standard deviations no higher than 6% (n = 7) for the DPV method. When the analysis results are compared with the nominal values of sibutramine-HCl in the pharmaceutical formulations, the recoveries varied from 92 to 100%, which are within the acceptable recovery range (from 90 to 110%) indicated in the United States Pharmacopoeia. In addition, the t-test (two-sided) was performed to compare the analytical results achieved with the proposed method with the ones achieved using HPLC. No statistical differences (at a 95% confidence level) were found indicating the adequate performance of the DPV method.
Analysis of beverages
The DPV proposed method was also used to quantify sibutramineHCl in beverages. Energy drinks and commercial green tea (as a ready to drink liquid beverage) were fortified with sibutramine-HCl (200 mg L -1 ) and analyzed. In order to evaluate the interference from the sample matrices, the standard addition curve made in a cell containing a volume of the sample (energy drink or tea) was compared to a standard addition curve made in a cell only containing the supporting electrolyte. The sensitivities of the curves obtained in the presence of the energy drink (m = 1.6 nA L mg the sample matrices imposed a certain degree of interference in the voltammetric measurements, which, in turn, because of the type of the interference that decreases the analyte signal, it could be circumvented by the use of the standard addition method for the analysis. In order to verify the accuracy of the method, all samples were also analyzed using the HPLC based method. Recoveries obtained from the energy drink samples (E1, E2 and E3) were between 96 and 101.3% and for green tea samples (T1 and T2) the recovery results were between 98 to 102.2% as indicated in Table 2 . Statistical t-test indicated that the results achieved by DPV are equivalent to the ones achieved by HPLC.
CONCLUSION
The proposed differential pulse voltammetric method was adequate for the determination of sibutramine as indicated by the results achieved in the analysis of pharmaceutical formulations and beverages. Interferences observed in the analysis of beverages could be eliminated by using the standard addition method, quantification procedure that is suitable and usual in voltammetric determinations. The proposed method presented some advantages over the traditional methods based on liquid chromatography, enabling fast analysis that do not requires sample preparation and the use of expensive supplies such columns, filters and HPLC-grade solvents. In addition, DPV employs less expensive equipment that in some cases allows the automatization of the method for routine analysis. 
